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SUMMARY 


This  report  describes  the  modifications  and  testing  done  to  develop 
a  high-pressure  version  of  the  vibrating  cylinder  pressure  trans¬ 
duce”  previously  developed  at  Hamilton  Standard  Division. 

The  previous  designs  of  this  device  were  rated  at  20  and  50  psia  max¬ 
imum  pressure  and  -65°F  to  250°F  operating  temperature.  The  modi¬ 
fication  is  rated  at  250  psia  and  -65° F  to  200°F. 

In  addition,  the  results  of  a  company  project  to  develop  a  modifica¬ 
tion  for  higher  temperatures  (up  to  400°F)  are  reported. 
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LIST  OF  SYMBOLS 


a  cylinder  radius,  in. 

b  width  of  vibrating  section,  in. 

c  length  of  vibrating  section,  in. 

d-^  density  of  cylinder  wall,  lb/in. 3 

d2  density  of  gas,  lb/in. 3 

Q 

E  elastic  modulus  of  cylinder,  lb/in. 

f  frequency,  Hz 

fo  zero  pressure  frequency,  Hz 

h  cylinder  wall  thickness,  in. 

K-^  spring  constant  of  cylinder  wall,  lb/in. 

Kg  pressure  constant  of  cylinder  wall,  in. -lb 

gas  density  constant  of  cylinder  wall,  in. 3/ If 
1  cylinder  length,  in. 

m  cylinder  vibration  mode,  parallel  to  axis 

Mg  equivalent  mass  of  cylinder  wall 

n  cylinder  vibration  mode,  circumferential 

p 

p  pressure  differential  across  cylinder  wall,  lb/in. 

pa  •’bsolute  pressure,  lb/in. ^ 

pm  maximum  pressure  differential,  lb/in.^ 

2 

S^.  tensile  stress,  lb/in. 

t  period  of  vibration,  microseconds 

tQ  corrected  period,  microseconds 

T  absolute  temperature,  °R 
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temperature,  °F 

T_  reference  temperature,  °R 

0 

At  correction  to  period,  microseconds 

V  diode  voltage,  volts 


1.0  INTRODUCTION 


The  vibrating  cylinder  pressure  transducer  is  an  extremely  accurate 
device  which  is  currently  being  used  in  the  air  inlet  control  of  the 
F-15  aircraft.  Its  configuration  is  shown  in  Figure  1. 

In  comparison  with  other  transducers,  its  superiority  is  in  the  elim¬ 
ination  of  hysteresis  errors,  minimizing  of  drift  errors,  immunity  to 
external  vibration,  very  high  resolution  and  digital  output  which 
minimizes  interface  errors.  It  is  small  and  light  and  has  no  moving 
parts  aside  from  the  vibrating  member,  so  its  life  is  indefinitely 
long. 
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2.0  THEORY  OF  OPERATION 


2.1  Basic  Vibration  Modes 


Its  principle  of  operation  is  illustrated  in  Figure  2.  Its  sensing 
element  is  a  thin-walled  metal  cylinder  which  is  excited  into  a  cer¬ 
tain  mode  of  vibration  by  an  electromagnet  (a)  located  inside  with 
its  poles  in  close  proximity  to  the  cylinder  wall.  Cie  vibration  is 
sensed  by  a  second  electromagnet  (b)  . 

The  mode  of  vibration  is  illustrated  in  Figure  2.  It  consists  of  a 
radial  deformation  of  the  cylinder  walls  which  creates  axial  nodes  on 
the  cylinder  wall.  The  mode  illustrated  is  characterized  by  two  full 
"wavelengths";  i.e.,  the  defoliation  is  wave-like  in  a  radial  section 
and  has  crests  and  troughs  outside  and  inside  the  mean  circle.  This 
wave  motion  is  an  oscillating  one.  In  the  mode  illustrated  in  Figure 
2,  the  cylinder  is  shown  at  two  instants .  The  full  line  shows  one 
shape  and  the  dashed  line  the  shape  one-half  a  cycle  later.  These 
shapes  intersect  at  four  points,  which  lie  on  the  mean  circle  and 
define  four  nodes.  The  cylinder  can  be  made  to  vibrate,  theoreti¬ 
cally,  in  an  infinite  number  of  modes  characterized  by  different 
values  of  (n) .  In  addition  to  these  modes, there  is  another  set  of 
vibration  modes  characterized  by  the  shape  of  the  cylinder  wall  in  a 
cross-section  parallel  to  die  axis  (as  in  the  upper  view  of  Figure 
2).  The  wall  is  fixed  at  the  two  ends  and  deflects  like  a  beam  in 
this  section.  A  Bimple  deflection  which  is  maximum  at  the  center  is 
identified  as  (m  =  l) .  It  can  also  deflect  in  an  infinite  number  of 
other  modes  characterized  by  one  more  node  at  the  center  (m  =  2), 
two  more  nodes  (m  =  3)>  etc.  All  the  m  values  above  1  are  high-fre¬ 
quency  modes  which  are  difficult  to  excite  and  have  no  desirable 
characteristics  for  a  pressure  sensor,  so  they  can  be  ignored,  and  it 
will  be  assumed  below  that  m  =  1  for  all  modes. 

2.2  Zero  Pressure  Frequency 

When  the  cylinder  is  unpressurized,  i.e.,  when  the  pressure  is  the 
same  inside  and  outside,  the  natural  frequency  in  any  mode  is  depend¬ 
ent  only  on  the  stiffness  and  mass  of  the  cylinder  wall  and  can  be 
expressed  as: 


1 


DRIVER  COIL  (A) 

SOFT  IRON  CORE 
POLE  PIECE  (A) 


EVACUATED  SPACE 


SIGNAL  CAVITY 
CYLINDER 

PICK-OFF  COIL  (B) 

PERMANENT  MAGNET 
CORE  (B) 


PRESSURE  SIGNAL 


CONNECTOR 


SENSOR  CROSS-SECTION 


CYLINDER 

VIBRATORY 

MODE 


OSCILLATOR  SCHEMATIC 


Figure  2.  Construction  and  Operating  Principle 
of  Vibrating  Cylinder  Pressure  Transducer. 
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f0  =  kvki/S 

where  f0  =  zero  pressure  frequency 

K]_  =  spring  constant  of  wall 

Me  =  equivalent  mass  of  wall 

K  =  constant  appropriate  for 
dimensions 

The  spring  constant,  Kj_,  is  due  to  the  stiffness  of  each  section  of 
the  wall  between  two  axial  nodes.  Each  of  these  sections  can  be  con¬ 
sidered  as  a  curved  plate  freely  supported  on  all  four  sides.  For  a 
simple  beam,  this  stiffness  is 

Kx  =  KE  b  h2/c3  (2) 

where  E  =  elastic  constant  of  material 

h  =  thickness 

b  =  width 

c  •-  length  betwejn  supports 

Since  this  is  a  curved  plate,  the  stiffness  depends  simultaneously  on 
bending  about  two  axes  at  right  angles  to  each  other, and  the  curva¬ 
ture  R  affects  the  stiffness  for  one  axis;  so  the  exact  equation  for 
Kp  is  more  complicated, but  it  can  be  seen  that  it  wd.ll  depend  direct¬ 
ly  on  E  and  h^  and  in  a  more  complex  way  on  width  and  length  on  each 
axis.  The  width  and  length  factors  are  completely  defined  by 

1  =  cylinder  length 

a  =  cylinder  radius 

n  =  vibration  mode 

The  effective  mass,  Mg,  in  Eq.  1  above  is  chiefly  a  function  of  wall 
thickness  (h)  and  metal  density  (dp).  Since  this  appears  in  the 
denominator  and  appears  in  the  numerator  as  a  parameter  of  stiff¬ 
ness  (Ki  in  Eq.  2),  the  overall  effect  of  wall  thickness  on  frequency 
is  approximate  ly-^h.  For  a  simple  beam  or  flat  plate, the  distance 
between  nodes  determines  the  length  c;and  since  the  stiffness  varies 
as  l/c3,  the  frequency  would  go  up  as  the  number  of  nodes  increase 
and  c  decreases,  so  the  lowest  frequency  mode  would  be  the  one  with 
the  lowest  number  of  nodes.  For  a  curved  plate, the  stiffness  in 
bending  about  an  axis  perpendicular  to  the  axis  of  curvature  also  de¬ 
pends  on  the  angle  subtended  at  the  center  of  curvature  by  the  curved 
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width,  increasing  as  this  angle  increases,  so  this  stiffness  in¬ 
creases  as  the  number  of  nodes  decrease.  Since  this  effect  is  oppo¬ 
site  to  the  first  effect,  it  turns  out  that  the  lowest  frequency  is 
not  necessarily  thc  one  with  the  fewest  nodes.  The  lowest  number  of 
nodes  is  for  n  =  2  for  a  vibration  excited  by  two  forces  acting  l80° 
apart  simultaneously  (the  magnetic  forces  at  the  two  ends  of  the 
exciting  magnet),  but  for  most  cylinder  geometries  the  (n  =  4)  mode 

the  lowest  natural  frequency  and  largest  amplitude  and  is  the  one 
selected  for  operation  as  a  pressure  sensor. 

2.3  Electrical  Drive  Circuitry 

To  ensure  operation  in  this  mode, tne  electrical  design  provides  the 
proper  phase  shift  between  sensed  motion  and  forced  motion.  Figure  2 
shows  that  the  voltage  generated  by  motion  is  sensed  by  the  pick-off 
coil  and  fed  into  an  amplifier.,  which  includes  the  proper  phase  shift 
and  supplies  drive  voltage  to  the  driver  coil. 

Since  no  external  frequency  is  supplied  to  the  amplifier,  the  drive 
frequency  can  vary  freely  and  will  always  adjust  itself  to  the  natu¬ 
ral  frequency  of  the  cylinder. 

When  the  power  is  turned  on  initially,  the  cylinder  is  at  rest, but 
electrical  noise  inherent  to  the  amplifier  will  create  small  random 
pulses  in  the  driver  coil.  These,  in  turn,  make  the  cylinder  "ring" 
at  its  natural  frequency  at  low  amplitude.  These  smaxl  deflections 
are  sensed  by  the  pick-off  coil  and  amplified  and  fed  back  to  drive 
the  cylinder,  so  it  rapidly  builds  up  to  a  high-amplitude  resonant 
vibration . 

The  maximum  drive  voltage  is  limited  to  a  fixed  value,  so  the  maximum 
deflection  can  never  exceed  a  fixed  value.  The  actual  pick-off  vol¬ 
tage  varies  with  temperature  and  pressure  of  operation.  The  upper 
temperature  limit  is  set  by  a  combination  of  temperature  effect  on 
gain  of  the  amplifier  and  on  the  magnetic  properties  of  the  cylinder. 

2.4  Frequency  vs.  Pressure  Effects 

The  pressure-sensing  property  of  a  vibrating  cylinder  is  due  to  hoop 
tension  generated  in  the  cylinder  wall  by  a  gas  pressure  differential 
between  the  outBide  and  inside  of  the  cylinder.  An  evacuated  space 
is  provided  between  the  vibrating  cylinder  and  an  outer  cylinder  as 
shown  in  Figure  2.  For  this  design, then,  the  pressure  differential 
is  equal  to  the  absolute  pressure  of  the  gas. 

The  tension  effect  in  the  cylinder  wall  can  be  visualized  if  the  wall 
is  considered  to  be  a,  limp  membrane  with  zero  stiffness.  If  a  mem¬ 
brane  is  stretched,  it  can  resist  a  pressure  and  its  deflection  de¬ 
pends  on  the  tension  as  well  as  the  pressure.  The  tension  then  is 
similar  to  a  spring  constant, so  the  frequency  equation  above  becomes 
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f  =  KytKi  +  K2  (p)J/Mg 

where  K2  =  constant  depending  on 
geometry 

p  =  pressure  differential 

Pressure  is  related  to  tension  in  the  cylinder  wall  by 

p  a  =  s 

where  a  =  cylinder  radius 

s  =  tension,  lb/in. 

The  equation  above  indicates  that  the  measured  frequency  is  some  con¬ 
stant  value  at  zero  pressure  and  Increases  with  pressure . 

Frequency  is  measured  by  amplifying  the  output  of  the  amplifier 
(Figure  2)  and  clipping  it  to  give  a  square  wave  with  a  very  fast 
rise  time.  This  is  used  to  gate  a  counter.  The  counter  can  be  gated 
in  two  ways  to  give  either  frequency  or  period. 

2.4.1  Frequency  Measurement 

If  the  counter  is  gated  by  its  own  internal  clock  for,  say,  1 
second,  it  can  count  the  number  of  cycles  produced  by  the  trans¬ 
ducer  in  this  period,  and  this  is  equal  to  the  frequency  (cycles/ 
sec.).  Since  it  can  count  only  once  for  each  zero  cross-over  in 
a  given  direction  of  the  square  wave  from  the  transducer,  it 
cannot  count  fractional  cycles;  hence, if  it  is  gated  for  1 
second,  its  accuracy  is  i  1  Hz .  If  the  gating  period  is  in¬ 
creased  to  10  or  100  seconds,  the  accuracy  is  increased  to  0.1 
Hz  or  0 .01  Hz . 

The  transducers  normally  operate  in  the  range  of  5000  to  8000  Hz, 
and  the  frequency  change  from  zero  to  full  pressure  is  about 
1000  to  1500  Hz, so  an  accuracy  of  -1  Hz  is  only  0.1$  on  resolu¬ 
tion.  Since  the  transducer  accuracy  is  abo  it  ten  times  this 
high,  a  gating  period  of  10  seconds  would  be  the  minimum  to 
give  0.01$  resolution  and  take  advantage  of  the  inherent  accu¬ 
racy. 

2.4.2  Period  Measurement 


If  the  counter  internal  clock  operates  at  10  megahertz  and  this 
is  used  to  drive  the  counter  while  the  transducer  signal  is  used 
to  gate  the  counter,  a  period  of  l/|?000  second,  corresponding 
to  one  cycj.,=  at  5000  Hz,  would  give  a  count  of  2000  (10,000,000 
/5000).  If  tne  frequency  range  for  full-scale  pressure  is  1000 
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Hz,  the  count  range  rould  be  400  and  an  accuracy  of  -1  would 
give  a  resolution  of  1/400  =  0.25$.  To  get  a  resolution  of 
0.01$,  the  gating  period  can  be  increased  to  25  transducer 
cycles  or  .1/200  second  (25/5000)* 

By  measuring  period  (t)  instead  of  frequency  (f),  then,  the 
counting  time  is  reduced  from  10  seconds  to  1/200  second  for 
the  same  resolution  of  0.01$,  so  it  is  obviously  more  desirable 
to  c-ixibrate  the  transducer  in  terms  of  period  than  in  terms  of 
frequency,  and  all  the  equations  below  are  based  on  this. 

If  the  reciprocal  of  the  frequency  equation  above  (Eq.  3)  is 
written,  it  can  be  seen  that  a  typical  calibration  will  show  a 
maximum  period  at  zero  pressure  and  a  decreasing  period  at 
higher  pressures.  This  type  of  curve  is  shown  for  an  actual 
calibration  in  Figure  3* 

2 . 5  Temperature  Effects  on  Frequency 

Besides  the  pressure  effects,  the  transducer  is  affected  slightly  by 
temperature.  This  acts  in  two  different  ways. 

2.5*1  Temperature  Constants  of  Metal 

The  elastic  constant  (E)  of  the  metal  in  the  cylinder  changes 
with  temperature,  and  dimensional  changes  occur  for  length, 
thickness,  and  radius  (l,  h,  a).  These  effects  are  minimized  by 
using  a  nickel-iron  alloy  with  low  temperature  sensitivity. 

2.5*2  Temperature-Density  Effects 

There  is  also  a  small  effect  on  Mg  due  to  gas  density  d2*  When 
the  cylinder  Is  vibrating,  the  gas  whose  pressure  is  being 
measured  is  filling  the  space  between  the  magnet  assembly  and 
the  cylinder,  and  the  gas  has  to  move  with  the  vail,  so  its  mass 
has  to  be  added  to  the  mass  of  the  wall.  The  effect  of  this 
mass  of  vibrating  gas  will  be  less  for  a  thick  wall  than  for  a 
thin  one  since  its  relative  mass  will  be  less,  so  the  density 
error  depends  on  wa3 1  thickness.  The  gas  density  effect  appears 
as  a  temperature  error,  and  the  density  is 

*2  -  Ke  Pa/T 

where  Kg  =  constant  depending  on 
gas  composition 

T  =  absolute  temperature 

pa  =  absolute  pressure 
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Figure  3.  Pressure  Versus  Period  Calibration  at  85°F, 
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Since  the  transducer  equation  in  general  terms  is 
t  =  Fi  (pa,  T,  dg) 
where  F^  =  function  of  (  ) 


t  =  period  of  vibration 
and  d2  =  Kg  pa/T  =  F2  (p&,  T) 


this  is  equivalent  to 

t  =  F3  (pa,  T) 

In  other  words,  gas  density  drops  out  as  an  explicit  variable 
but  causes  an  apparent  temperature  error. 

This  density  effect  can  be  minimized  by  the  proper  choice  of 
wall  thickness,  but  this  choice  also  involves  stress  considera¬ 
tions  and  pressure  sensitivity,  so  it  is  a  design  compromise. 

2.5.3  Temperature  Errors 

If  the  temperature  error  io  neglected,  the  first  effect  gives  a 
zero  shift  since  it  affectB  zero  pressure  frequency.  The  second 
effect  is  a  percent  of  point  error  since  it  depends  on  gas  den¬ 
sity,  which,  in  turn,  varies  with  gas  pressure.  Its  contribu¬ 
tion  to  error  is  zero  at  zero  pressure  since  the  gas  has  zero 
density  at  this  point. 

3.0  DEVELOPMENT  PROGRAM 

Tiie  problems  were  to  strengthen  the  cylinder  to  stand  the  higher 
pressure  without  increasing  the  density  effect  excessively  and  to 
provide  the  proper  electrical  drive  so  that  the  cylinder  would  always 
vibrate  in  the  proper  mode  and  start  oscillating  at  any  pressure  or 
temperature  within  the  operating  range. 

The  initial  analytical  investigation  showed  that  the  cylinder  wall 
thickness  would  have  to  be  a  compromise  between  keeping  the  hoop  ten¬ 
sion  within  acceptable  limits  and  still  generating  enough  of  a  fre¬ 
quency  change  with  pressure  to  give  the  necessary  sensitivity  and 
acceptable  linearity.  If  this  sensitivity  is  too  low,  density 
effects  will  be  relatively  greater. 

3.1  Determining  Optimum  Wall  Thickness  for  Density  Effect  and  Linearity 

The  relationship  between  temperature  and  gas  density  effects  was 
explained  briefly  in  Section  2.5.2. 


9 


To  see  this  more  explicitly,  Eq.  3  can  be  expanded. 

The  effective  density  Mg,  -which  determines  natural  frequency,  is  a 
density  per  unit  area  since  Kg  (p)  is  a  force  per  unit  area  per  unit 
deflection. 

The  major  contribution  to  this  term  is  the  mass  of  the  cylinder  wall. 
If  this  has  a  mass  per  unit  volume  of  dp,  its  mass  per  unit  area  is 
(d-jh)  where  h  is  wall  thickness. 

A  minor  contribution  is  the  mass  of  the  layer  of  gas  which  vibrates 
with  uhe  wall.  Its  effective  mass  per  unit  area  is  (dghg),  where  d2 
is  gas  density  per  unit  volume  and  hg  is  the  thickness  of  the  trapped 
layer. 

Me  is  then  equal  to 


Mg  =  dph  +  dghg 


=  dph  (1  +  K3dg) 

(M 

where 

K3  =  hg/dph 

(5) 

If  this  is  substituted  in  Eq.  3  and  brought  outside  the  radical,  the 
result  to  a  very  close  approximation  is 

f.KVKT^T  (p)  ]/dph  [1  -  £K3Kgpa/T0  +  |K3Kgpa/T0  (dT/T0)]  (6) 

where  dg  =  KgP^T 

Tq  =  reference  temperature 

dT  =  temperature  deviation 
from  reference 

If  the  transducer  is  an  absolute  pressure  unit,  the  value  of  p  (dif¬ 
ferential  pressure)  inside  the  radical  of  Eq.  6  will  equal  pa  (abso¬ 
lute  pressure).  The  frequency  as  determined  by  the  radical  plus  the 
first  two  terms  in  the  bracket  is  a  function  only  of  pa  (plus  various 
constants),  and  the  density  effect  is  all  contained  in  the  third  term 
in  the  brackets.  This  term  contains  pa  and  temperature  T  expressed 
us  a  deviation  dT  from  a  reference  temperature  Tg. 

Since  both  pa  and  T  are  operating  parameters,  they  cannot  be  altered, 
and  the  only  design  factor  that  can  be  varied  to  minimize  the  effect 
is  K3. 

To  minimize  K3,  Eq.  5  shows  that  h?  should  be  decreased  or  dp  or  h 


10 


!■ 


increased.  Since  dj_  is  a  property  of  the  metal  used  for  construction 
and  this  must  necessarily  be  a  magnetic  alloy,  there  is  not  any  sub¬ 
stitution  that  can  be  made  here  since  all  magnetic  alloys  have  sub¬ 
stantially  the  same  density. 

h2  us  proportioned  to  cylinder  radius  (a)  so  (h2/h)  is  equivalent  to 
(a/h),  and  this  parameter  in  turn  is  a  critical  one  in  determining 
pressure  sensitivity. 

Eq.  6  shows  that  increasing  the  maximum  pressure  capability  (pa)  will 
increase  the  relative  density  effect  unless  can  be  decreased  in 
inverse  ratio. 

Eq.  shows  that  increasing  the  wall  thickness  (h)  will  decrease  K3, 
and  to  keep  a  constant  hoop  stress, h  should  be  increased  in  direct 
proportion  to  pa.  A  preliminary  conclusion  might  be  that  h  can  be 
increased  in  the  same  ratio  as  pa,  so  the  density  effect  will  be  the 
same  for  the  high  pressure  as  for  the  low  pressure  design.  This  is 
erroneous,  however,  because  it  neglects  the  effect  of  changes  in  h  on 
the  primary  term  inside  the  radical  of  Eq.  6. 


The  expression  inside  the  radical  consists  of  a  large  fixed  term 
and  a  smaller  variable  term  K2(p) .  If  K2(p)/Kp  at  maximum  pressure 
decreases  because  of  changes  in  h,  the  percent  frequency  change  over 
the  pressure  range  will  decrease; but  the  density  effect  is  multiplied 
by  the  whole  expression  inside  the  radical,  so  its  magnitude  with 
respect  to  the  frequency  change  will  increase,  thus  giving  a  larger  per¬ 
cent  full-scale  density  effect. 

in  Eq.  6  is  a  spring  constant  of  the  cylinder  wall  deflecting  in  a 
four- lobe  radial  pattern.  This  can  be  approximated  as  the  sum  of  two 
bending  modes  of  a  curved  plate  about  two  axes  perpendicular  to  each 
other,  one  parallel  to  the  axis  of  the  cylinder  and  the  other  perpen¬ 
dicular  to  this  and  forming  a  chord  for  the  circular  sector.  The  sum 
of  these  spring  constants  is  approximately 

Kx  =  K4E  h2  (7) 

K2  is  the  spring  constant  developed  by  membrane  stresses  and  is 
approximately 


K2  =  K^l  a  (8) 

The  ratio  of  these  constants  Kg/K]_  where  K2  is  evaluated  at  the  maxi¬ 
mum  pressure  for  the  design  determines  the  pressure  sensitivity  in 
terms  of  frequency  change  between  zero  and  full-scale  pressure  divided 
by  zero  pressure  frequency.  The  higher  this  ratio  is  made,  the 

less  the  density  effect  for  a  given  value  of  K^. 
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Eq.  6  can  be  rewritten  to  evaluate  the  total  density  effect  as  a 
function  of  wall  thickness  and  maximum  pressure  as  follows: 

The  second  term  in  the  bracket  can  be  dropped  since  it  is  small  and 
does  not  contribute  to  the  density  effect.  The  terms  under  the  radi¬ 
cal  can  be  replaced  approximately  by  the  binomial  expansion  of  the 
expression,  dropping  all  but  the  first  two  terms. 

This  gives 

f  =  KWdjh  [1  +  iK2(pa)/K1]  [1  4  ^K3  pa  (dT/T0)  ] 

The  bracketed  terms  can  be  multiplied,  and  the  second-order  cross- 
product  dropped,  and  the  expression  can  be  written 

f  =  Kv/Kj/djh  [1  +  (l  +•  dT/T0)]  (9) 

The  initial  multiplier  (K  K^/djh)  gives  zero  pressure,  or  minimum, 
frequency. 

K6  =  iK2/K1 

The  K^pa  tern  gives  the  percent  change  of  frequency  over  the  pressure 
range . 

=  KjKj/Kj, 

The  K7  dT/To  term  gives  the  percent  full-scale  density  effect.  Sub¬ 
stituting  into  this  fran  Eqs.  5,  7  and  8, 

=  K^Eh^fc^A^l  a  h 

=  Kgh  (10) 

The  density  error  in  pressure  measurement  in  terms  of  the  density 
effect  at  any  pressure  is  equal  to  (KydT/T0)  multiplied  by  (Kgpa)  as 
shown  by  Eq.  9,  so  it  is  basically  a  percent  of  point  type  or  error; 
i.e.,  its  absolute  magnitude  is  proportional  to  the  variable  being 
measured  (p„).  Thus,  it  is  not  as  serious  as  a  fixed  error  which 

cl 
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gives  large  percent  errors  at  small  values  of  pa. 

Its  magnitude  is  dependent  on  dT/Tg,but  since  the  measured  frequency 
is  corrected  for  actual  temperature,  dT  in  this  expression  is  not  the 
difference  between  actual  temperature  and  a  fixed  reference  Tq,  but  is 
equal  to  the  error  in  measuring  transducer  temperature.  The  trans¬ 
ducer  temperature  is  measured  with  a  diode  which  has  a  sensitivity  of 
1.0  millivolt  per  degree  F.  This  voltage  car  easily  be  measured  to 
0.1  millivolt,  so  the  temperature  can  be  read,  to  0.1°F.  However,  to 
allow  some  tolerance  in  this  measurement  and  allow  for  temperature 
gradients,  it  was  assumed  that  dT  can  be  as  much  as  1.0°F. 

The  density  effect  on  a  low-pressure  transducer  was  known  from  cali¬ 
bration  to  be  0.008$  per  degree  F.  An  error  analysis  for  all  errors 
showed  that  to  meet  the  development  goal  of  .035$  full-scale  error, 
the  density  error  should  not  be  more  than  .015$;  bo  from  Eq.  10,  it 
can  be  concluded  that  the  wall  thickness  (h)  Bhould  not  be  increased 
by  a  ratio  of  more  than  (.OI5/.OO8  =  I.87). 

This  gave  a  value  of  h  of  .00 58"  . 

After  picking  this  value  from  the  erro”  analysis,  the  effect  of  this 
choice  on  the  period-frequency  curve  had  to  be  determined. 

Eq.  9,  which  Is  an  approximation,  indicates  that  the  percent  fre¬ 
quency  change  is  linear  since  it  is  proportional  to  (K£pa) .  This 
equation  neglects  second-  and  third-order  terms  in  the  binominal 
expansion  which  actually  result  in  a  nonlinear  output.  Hie  amount  of 
nonlinearity  increases  as  (Kgpa)  at  maximum  pressure  increases.  For 
the  value  of  h  picked  above,  an  exact  calculation  showed  that  the  non¬ 
linearity  expressed  as  a  maximum  deviation  from  a  straight  line  con¬ 
necting  the  maximum  and  minimum  pressure  points  would  increase  from 
7$  (for  the  low  pressure  unit)  to  14$.  Thi6  is  an  acceptable  value 
in  terms  of  the  sensitivity  at  different  parts  of  the  range. 

3-2  Determining  Minimum  Wall  Thickness  for  Hoop  Stresses 

The  maximum  tensile  stress  in  the  walls  is  equal  to 

St  =  Pm  a/b  (11) 

where  S^.  =  tensile  stress 

pm  =  maximum  pressure 
differential 
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To  keep  this  constant  means  that  h  would  have  to  be  increased  in 
proportion  to  maximum  pressure.  This  would  be  undesirable  in  terms 
of  density  error  as  demonstrated  above. 

Using  the  tentative  value  of  .OO58  in.  for  h,  the  stress  at  25O  psia 
is  15,000  psi. 

A  test  program  was  nan  on  an  existing  low-pressure  transducer  by  sub¬ 
jecting  it  to  successively  higher  values  of  overpressure  and  checking 
the  calibration  after  each  pressure  point.  The  first  indication  of 
micro-creep  occurred  at  a  value  of  70,000  psi  stress. 

Based  on  this,  the  actual  stress  of  15,000  was  taken  as  a  satisfac¬ 
tory  figure  since  it  allows  a  safety  margin  of  4.6  X  overpressure. 

3.3  Amplifier  Design 

After  constructing  a  test  cylinder,  it  was  subjected  to  pressure  and 
temperature  cycles  and  tested  for  starting. 

Starting  the  oscillation  is  more  difficult  than  sustaining  it,  and  it 
requires  more  power  as  the  pressure  force  increases  and  the  wall 
becomes  stiffer.  Since  electronic  amplifiers  lose  gain  at  high  tem¬ 
perature,  the  most  critical  conditions  for  starting  are  maximum 
pressure  and  temperature . 

It  was  found  that  the  one-stage  operational  amplifiers  used  to  drive 
the  low-pressure  transducers  would  not  start  oscillation  at  maximum 
pressure  and  temperature,  so  a  new  one  was  built  and  constructed  as  a 
flat  pack  which  could  be  mounted  in  the  base  of  the  transducer.  This 
had  two  stages  and  was  strapped  down  to  give  a  gain  of  600  over  the 
whole  temperature  range  with  full  output  up  to  100  KC.  Its  maximum 
output  was  limited  to  1  volt  to  give  a  constant  drive  independent  of 
signal  magnitude.  The  necessary  phase  shift  between  pickup  and 
drive  voltage  waB  supplied  by  the  phase  shifts  in  the  coils  and  elec¬ 
tromagnets  . 

4.0  CALIBRATION 

4.1  Pressure  8s  Temperature  Calibration 

4.1.1  Test  Equipment 

The  testing  was  done  with  equipment  shown  in  Figure  4. 

The  transducer  was  p]aced  in  an  environmental  chamber  that 
could  be  heeded  or  cooled, and  transducer  temperature  was  meas¬ 
ured  by  a  Copper-Cons tantan  thermocouple  attached  to  the  base  a3 
well  as  by  an  internal  diode . 


I 

| 

i 

I 

i 


14 


/ 


:vw**f*t fowwarw 1 


««wr/iiw^^WAawi»W5,wwf ' 


CONTROL  NEEDLE  VALVES 


VACUUM  PUMP 


GAS 

BOTTLE 


VARIABLE  VOLUME 
CONTROL 


QUARTZ  PRESSURE 


GAUGE 
0-300  PS  I A 


ENVIRONMENTAL 

CHAMBER 


DEAD¬ 
WEIGHT 
GAUGE 
0-500  PSIA 


VACUUM 

PUMP 


TRANSDUCER 


COUNTER 


THERMOCOUPLE 

POTENTIOMETER 


OSCILLOSCOPE 


DIODE  1  MA 

CURRENT  SUPPLY  AND 
VOLTMETER 


Figure  1+.  Calibration  Test  Schematic. 
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The  thennocouple  used  an  ice -bath  cold  junction,  and  its  voltage 
was  read  on  a  digital  voltmeter  to  .001  millivolt. 

The  diode  had  a  fixed  forward  current  of  1  milliamp,  and  the 
junction  voltage  offset  was  measured  to  indicate  transducer 
temperature.  ISie  offset  voltage  was  measured  to  .01  millivolt 
on  a  digital  voltmeter. 

Pressure  was  controlled  manually  by  two  needle  valves  in  a  Tee 
connecting  a  gas  bottle  with  high-pressure  dry  air  to  a  vacuum 
pump.  Manipulating  the  valves  gave  pressure  control  over  the 
range  from  0.1  psia  to  250  psia.  The  actual  maximum  pressure 
was  limited  only  by  the  bottle  pressure,  but  in  practice  it  was 
limited  to  250  psia. 

The  pressure  was  measured  by  a  quartz  helical  Bourdon  tube 
manometer  which  could  be  read  to  .01  psi  over  the  whole  range 
of  .01  to  250  psia  and  a  deadweight  gauge  which  could  be  used 
from  25  to  3°0  psia.  The  deadweight  gauge  was  used  to  cali¬ 
brate  the  quartz  manometer  initially  and  the  manometer  used  for 
the  actual  transducer  calibration. 

To  get  a  precise  pressure  setting,  the  needle  valves  were 
adjusted  to  bleed  gas  in  or  out  of  the  transducer  line; 
when  the  pressure  was  very  close  to  the  desired  value,  the 
valves  were  shut  off, making  the  transducer  part  of  a  sealed 
volume .  A  screw-actuated  piston  (variable  volume  control)  was 
then  manually  adjusted  to  give  the  precise  pressure  required. 

Transducer  output  was  monitored  with  an  oscilloscope  to  display 
pickup  and  drive  voltages  and  a  digital  counter  to  measure 
period  to  .001  microsecond. 

4.1.2  Test  Procedure 

The  chamber  was  heated  and  cooled  to  temperatures  of  -65°,  10°, 
85°,  l60°  and  200°F.  At  each  temperature,  the  following  pressures 
were  applied:  25,  50 >  100;  150  ,  200  and  250  psia. 

At  each  of  these  test  points,  the  following  data  were  taken: 

1.  Pressure 

2.  Transducer  temperature  from  thermocouple 

3.  Transducer  diode  voltage 

4.  Transducer  period  of  vibration 
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Temperatures  were  set  to  within  ^°F  with  the  environmental 
chamber  controls,  and  after  calibration  the  period  at  the  exact 
temperature  was  found  by  interpolation  on  a  curve  of  all  the 
temperatures  and  periods  measured  at  a  given  pressure. 

4.1.3  Test  Results 

Initial  tests  showed  that  the  transducer  would  vibrate  normally 
up  to  23 5° F  but  would  not  start  reliably  at  this  temperature 
and  250  psia,  so  calibration  was  carried  out  only  up  to  200° F. 

In  normal  use, the  transducers  are  corrected  for  temperature 
error  or  held  at  a  fixed  temperature,  so  it  is  necessary  to 
incorporate  a  temperature  sensor  in  each  unit.  The  most  con¬ 
venient  and  accurate  sensor  for  this  purpose  is  a  diode.  This 
has  an  offset  voltage  sensitivity  of  about  1  millivolt  per 
degree  F,  so  it  is  30  to  40  times  as  sensitive  as  a  thermocouple 
and  requires  no  cold  Junction  or  special  lead  wires.  Also,  its 
voltage  is  very  linear  with  temperature .  The  one  disadvantage 
for  general  use  is  that  every  diode  must  be  individually  cali¬ 
brated.  In  this  particular  application,  however,  the  calibra¬ 
tion  involves  very  little  extra  work  since  the  transducers  have 
to  be  calibrated  at  each  temperature  in  any  case.  To  avoid  any 
error  in  converting  from  diode  voltage  to  temperature  to  get 
temperature  correction  to  period,  the  correction  to  period  is 
recorded  and  applied  directly  in  terms  of  diode  voltage  rather 
than  temperature. 

The  test  points  corrected  to  exact  reference  temperature  are 
shown  on  Table  I.  The  diode  voltage  vs.  temperature  curve  is 
shown  in  Figure  5*  The  exact  values  are  tabulated  in  Table  II. 
These  can  be  used  if  it  is  ever  desired  to  find  transducer 
temperature  from  the  diode  output. 

In  Table  I,  Column  1  shows  pressure .  Column  2  shows  the  period 
of  vibration  in  microseconds  (to)  when  the  transducer  is  at  the 
reference  temperature  of  85°  F. 

Columns  3  to  7  show  the  correction  (At)  to  the  measured  period 
(t).  These  column  headings  display  both  temperature  and  diode 
voltage,  although  the  voltage  is  the  variable  actually  used  for 
correction  as  explained  above.  The  At  values  are  the  corrections 
to  be  added  to  the  measured  period  1 0  get  the  corrected  period 
listed  in  Column  2  at  the  pressure  and  temperature  points 
listed .. 

The  temperature  correction  at  250  psia  and  200°F  can  be  seen 
from  Table  I  to  be  +.557*  The  period  at  the  same  pressure  at 
85°F  from  Column  2,  last  line,  is  100.353*  Ihe  corrected 
period  for  200°F  is  then:  100.353  +  *557  =  100. 910. 
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TABLE  I.  PRESSURE  TRANSDUCER  CALIBRATION  POINTS 


Pressure  Versus 
Period  at  859f 

Temperature 

Correction  (At 

) _ 

(1) 

(2) 

(3) 

(4) 

(5) 

(6) 

(7) 

Pressure 
(p) (psia) 

Period  (tn) 

( sec) 

Tf:  -65°f 
V:  .7722 

10°  P 

.6902 

85°  F 
.6055 

i6o°f 

.5196 

200°F 

.4758 

1 

145.636 

+  .075 

+  .024 

0 

+.032 

+  .019 

25 

138.073 

-  .105 

-.037 

0 

+.063 

+  .070 

50 

131.412 

-  .  -73 

-.126 

0 

+.093 

+  .154 

100 

120.693 

-  .525 

-.248 

0 

+.169 

+  .256 

150 

112.432 

-  .826 

-.354 

0 

+.254 

+.369 

200 

105.802 

-1.073 

-.448 

0 

+.317 

+  .483 

250 

IOO.353 

-1.339 

-.555 

0 

+.362 

+  .557 

TABLE  II. 

TEMPERATURE  DIODE  CALIBRATION 

Temperature 

Diode  Voltage  With  1 

w 

Milliampere  Current 

-65 

.7722 

10 

.6902 

85 

.6055 

160 

.5196 

200 

.4758 

In  terns  of  percent  full-scale  values,  it  can  be  seen  that  the 
period  range  from  1  to  250  psia  is  145. 636  to  100. 353  from 
Column  2,  which  gives  a  variation  of  45.283.  The  correction  of 
.557  is  then  1.23$  of  full-scale  signal  or  .0107$  per  degree  F. 

Figure  3  is  a  plot  of  Columns  1  and  2  in  Table  I. 

Figure  6  shows  how  the  temperature  correctiono  are  actually 
made .  This  is  a  plot  of  Columns  3~7  in  Table  I .  When  a  given 
period  and  diode  voltage  are  measured  (ta,  Ea),  five  values  of 
At  can  be  calculated  from  the  temperature  curves  as  defined  by 
diode  voltages.  Hie  value  of  the  correction  A^a  i0  then  found 
by  interpolating  on  this  curve  at  the  measured  diode  voltage, 

V 

The  corrected  period  is 

to  =  ta  +Ata 

This  value  of  tQ  is  used  to  enter  the  curve  of  Figure  3  to  find 
pressure.  Actually,  the  curve  is  not  read  directly  since  this 
would  be  too  inaccurate,  but  the  equation  of  the  curve  which  is 
shown  in  Figure  3  is  used  to  calculate  p. 

The  equation  of  the  curve  is  derived  by  computing  a  least-squares 
fit  to  a  fourth-order  polynomial  equation  to  fit  the  points  shown 
in  Table  I,  Columns  1  and  2. 

The  temperature  correction  as  illustrated  in  Figure  6  can  be 
made  graphically  or  from  equations  for  the  different  temperature 
curves  stored  in  a  computer. 

Voltage  Sensitivity  Calibration 

At  room  temperature  and  12,  15  and  18  volts  input,  the  output  fre¬ 
quency  shift  was  measured  at  1.5*  15  and  40  psia.  The  results  are 
shown  in  Table  III. 

The  maximum  error  is  .0016$  full  scale  at  1.5  psia  and  decreases  with 
pressure.  Since  it  requires  a  3-volt  variation  from  the  nominal 
valyie  of  15  volts,  that  1b,  a  20$  variation  to  produce  this  er  x>r, 
the  pressure  error  is  only  (l/l2,500)  as  much  as  voltage  variation. 

This  is  in  marked  contrast  to  analog  output  transducers  where  errors 
are  proportional  to  voltage  variation. 

In  practice,  voltage  can  easily  be  controlled  to  1  volt,  so  for 
practical  purposes,  it  can  be  said  that  normal  live  voltage  varia¬ 
tions  give  zero  error. 
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TABLE  III.  VOLTAGE  SENSITIVITY  TEST  RESULTS 


Pressure  Voltage  Deviation  From  15V  #  F.S.  Erroi 

(psia) 


L.5 

-3 

-.0016 

+3 

+.0009 

L5 

-3 

-.0015 

+3 

+.0015 

*0 

-3 

-.0010 

+3 

+.0008 

TABLE  IV.  ATTITUDE  SENSITIVITY  TEST  RESULTS 


Deviation  for  reversing  orientation  with  respect 
to  gravity  for  each  axis  (equivalent  to  2g 

acceleration) 


Pressure 

(psia) 


X-Axis 


Y-Axis 


Z-Axis 


l.5 

0 

0 

.0007#  F.s./2g 

L5 

0 

0 

.0009 

+0 

0 

0 

.0009 

2: 
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Acceleration  and  Attitude  Sensitivity  Calibration 


At  roan  temperature  and  15  volts  input,  the  frequency  shift  was 
measured  at  1.5,  15  and  40  psia  on  each  of  the  three  orientations  of 
the  gravity  axis.  Hie  results  are  shown  in  Table  IV.  These  orien¬ 
tations  are  identified  by  the  X,  Y  and  Z  axes  being  held  respec¬ 
tively  in  a  vertical  position. 

The  X  and  Y  axes  are  transverse  to  the  cylinder;  the  X  axis  is 
parallel  to  the  pressure  port.  The  Z  axis  is  parallel  to  the  cylin¬ 
der  axis . 

The  transducer  frequency  was  measured  on  each  axis  for  two  orienta¬ 
tions  l80°  apart.  The  difference  between  these  two  readings  is  equal 
to  a  2g  acceleration  along  the  vertical  axis  being  tested.  In  one 
position,  the  g  load  is  lg  positive;  in  the  other  position,  it  is  lg 
negative . 

The  results  are  expressed  as  percent  full-scale  errors  for  attitude 
reversal  which  is  equivalent  to  2  (F.S.  error/g). 

It  can  be  seen  that  only  the  Z  axis  shows  any  error.  This  is  due  to 
the  axial  stress  induced  on  the  cylinder  due  to  its  own  weight  and 
amounts  to  .0004#  full  scale/g. 

The  practical  immunity  to  acceleration  and  attitude  errors  demon¬ 
strated  by  this  test  is  in  contrast  to  flat  diaphragn-type  trans¬ 
ducers,  which  are  very  sensitive  to  accelerations  along  the  axis  of 
the  diaphragm.  Hie  immunity  is  created  by  the  balanced  mode  of 
vibration  in  four  sections  radially  symmetric  about  the  cylinder  axis 
and  also  by  the  vibrating  principle  where  frequency  of  vibration  is 
being  measured  rather  than  absolute  diaphragn  position. 

4.4  Vibration  Test 


The  transducer  was  vibrated  on  three  axes  at  a  lOg  level  from  10  to 
10,000  Hz,  and  frequency  errors  were  measured  at  resonance  points. 

4.4.1  Vibration  Test  Rig 

The  vibration  test  rig  and  associated  equipment  are  shown  in 
Figure  7-  The  test  fixture  for  vibrating  on  the  X  and  Y  axes  is 
shown  in  Figure  8. 

For  vibrating  on  the  Z  axis,  the  transducer  was  clamped  directly 
to  a  parallel-sided  mounting  plate  on  the  vibration  table.  For 
the  other  axes,  it  was  mounted  on  the  fixture,  which  is  a  solid 
aluminum  block  cut  to  fit  the  transducer  base  and  to  allow 
mounting  with  the  axis  horizontal.  The  vibration  axis  is  verti¬ 
cal  in  all  cases. 
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Figure  7.  Vibration  Rig. 
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The  test  rig  has  an  electromagnetic  drive  and  is  controlled  by  a 
variable -frequency,  variable-amplitude  power  supply.  A  small 
accelerometer  was  mounted  on  the  test  fixture,  and  its  output  was 
used  to  control  the  amplitude.  In  operation, a  g  level  is 
selected  and  maintained  automatically  by  the  accelerometer  for 
all  frequencies.  The  frequency  can  be  varied  manually  by  set¬ 
ting  a  dial,  or  it  can  be  swept  automatically  up  or  down  at  a 
controlled  rate.  The  frequency  is  displayed  at  all  times  on  a 
large  control  dial. 

The  vibration  rig  has  a  natural  resonance  at  about  8000  Hz,  and 
no  reliable  measurements  can  be  made  over  a  span  of  about  500  Hz 
in  this  neighborhood,  but  otherwise  it  can  be  controlled  from  10 
to  10,000  Hz  . 

Auxiliary  equipment  used  in  the  test  consisted  of  the  transducer 
drive  amplifier,  an  oscilloscope  to  monitor  pickup  wave  shape 
and  amplitude,  and  a  counter  to  monitor  transducer  period. 

4.4.2  Vibration  Test  Procedure 


All  runs  were  made  at  atmospheric  pressure  and  room  temperature. 

The  tests  were  made  by  sweeping  slowly  up  in  frequency  and 
watching  the  oscilloscope.  When  any  resonance  effect  occurred, 
the  pickup  voltage  would  show  a  "j'.tter."  This  is  due  to  the 
frequency  modulation  effect  of  a  superposed  mechanical  vibra¬ 
tion.  When  such  an  effect  was  noted,  the  period  was  read  and 
recorded  for  ten  counting  periods,  the  maximum  spread  was 
measured,  and  one-half  of  this  was  recorded  as  the  random  vibra¬ 
tion  error  since  this  represents  the  maximum  deviation  from  true 
period  due  to  vibration. 

During  the  sweep,  the  period  measurement  was  also  monitored.  It 
would  vary  normally  by  no  more  than  one  count  from  reading  to 
reading  and  would  change  slowly  with  changes  in  atmospheric 
pressure.  If  a  sudden  shift  in  the  reading  occurred,  more  care¬ 
ful  repeat  readings  were  taken  before  and  after  the  shift  to 
determine  the  exact  amount.  This  shift  was  then  recorded  as  an 
offset  error. 

4.4.3  Vibration  Test  Results 


The  results  are  shown  on  Table  V.  The  vibration  error  is 
defined  as  a  percentage  of  full-scale  output  Just  as  all  the 
other  errors  have  been  defined.  Two  types  of  errors  are  shown: 
offset  and  random.  Each  of  these  can  be  associated  with  mechani¬ 
cal  resonances  which  occur  at  the  frequencies  listed  for  the 
axes  listed.  The  X,  Y  and  Z  axes  are  the  same  as  those  defined 
in  Section  4.3. 
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TABLE  V.  VIBRATION  TEST 
(Measured  @  lOg) 

RESULTS 

Axis 

Frequency 

(Hz) 

t  F.S. 

Offset  Error 

i  F.S. 

Random  Error 

X 

0-1800 

0 

.0002 

1800 

.0012 

.0002 

2100 

.0093 

.0002 

6800 

0 

.0005 

7200 

0 

.0009 

7500 

0 

.0007 

10000 

0 

.0018 

Y 

0-1800 

0 

.0002 

1800 

.0009 

.0002 

2100 

.0080 

.0002 

6700 

0 

.0006 

7100 

0 

.0009 

7500 

0 

.0009 

Z 

0-10000 

0 

.0002 

The  change  in  counter  reading  from  zero  to  full  pressure  is 
560,000,  so  a  variation  of  one  count  is  l/ 560,000  or  .0002  per¬ 
cent  full  scale  ($  F.S.). 

Since  the  counter  granularity  is  one  count,  the  rindom  error  at 
all  times  will  be  .0002,  and  any  additional  random  error  due  to 
mechanical  vibration  is  added  to  this  on  a  root  sum  square  (RSS) 
basis . 

Table  V  shows  that  errors  on  the  X  and  Y  axes  are  similar  and 
occur  at  the  same  frequencies.  Errors  on  the  Z  axis  are  zero 
(since  the  .0002$  random  error  in  this  case  is  due  to  counter 
granularity) . 

The  transducer  has  three  cantilever  structures:  the  pressure¬ 
sensing  inner  cylinder,  the  outer  cylinder,  and  the  spool  body 
inside  the  inner  cylinder  which  supports  the  electromagnets.  For 
reasons  given  below,  it  would  be  expected  that  a  vibration  error 
can  be  incurred  only  by  rocking  of  the  pressure  cylinder  about 
its  base  or  relative  transverse  displacement  between  the  pressure 
cylinder  and  spool  body  due  to  vibration  in  the  cantilever  mode 
of  one  or  both  cylinders. 

The  test  resolts  confirm  this  conclusion.  Since  the  cylinders 
are  geometrically  similar  on  the  X  and  Y  axes,  they  would  be 
expected  to  behave  identically  for  vibration  on  either  axis . 
Vibration  on  the  Z  axis  would,  not  excite  any  cantilever  vibration 
and  hence  has  no  effect  on  the  transducer. 

Theory  of  Randan  Vibration  Errors 

The  normal  vibration  of  the  cylinder  with  no  external  vibration 
is  sensed  by  an  electromagnet  transverse  to  the  pressure  cylinder 
axis.  There  are  two  air  gaps  in  series  with  the  magnet,  and  the 
cylinder  vibration  varies  both  gaps  in  the  same  sense  simultane¬ 
ously.  ftiis  generates  the  output  voltage.  If  the  whole  magnet 
assembly  vibrates  in  a  cantilever  mode  due  to  external  vibration, 
one  air  gap  will  increase  and  the  other  decrease.  Most  of  the 
net  output  is  cancelled  since  these  air  gap  variations  induce 
bucking  voltages,  but  there  is  a  small  net  effect  due  to  magnetic 
nonlinearity  which  generates  a  voltage  at  the  vibration  fre¬ 
quency. 

Figure  9  shows  the  effect  on  the  output  voltage.  Normally  a 
timing  signal  is  generated  whenever  the  f^  curve  crosses  the  zero 
line .  When  the  f2  curve  is  added,  its  effect  is  to  raise  and 
lower  the  zero  reference  line .  The  circuit  now  senses  the  cros¬ 
sing  point  of  the  two  curves  as  a  zero  crossing  point  ("measured 
zero  crossing"  in  Figure  9)>and  this  means  that  there  is  a  trig¬ 
ger  error  of  At. 
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Figure  9.  Vibration  Error  Diagram. 


It  can  be  seen  that  the  At  error  is  proportional  to  the  f2 
amplitude  at  the  cross-over  point  divided  by  the  tangent  of  the 
angle  at  which  the  f^  curve  crosses  the  true  zero  axis. 

The  tangent  of  this  angle  increases  with  f]_  amplitude, so  every¬ 
thing  else  being  constant, At  will  decrease  as  signal  strength 
(fj_  amplitude)  increases. 

In  the  case  where  fg  is  less  than  f  ^  in  amplitude,  the  maximum 
A  t  error  will  occur  when  the  phase  relation  between  the  two 
frequencies  is  such  that  fg  is  at  e  peak  amplitude  when  fx  is 
crossing  the  true  zero  axis.  However,  there  is  no  fixed  phase 
relationship  between  the  two  frequencies  since  they  are  completely 
independent  of  each  other,  so  the  At  error  can  vary  in  a  random 
way  from  one  timing  cycle  to  the  next, from  zero  to  a  fixed  maxi¬ 
mum,  which  is  determined  by  the  maximum  amplitude  of  both  signals. 

For  the  case  where  fg  is  greater  than  f^  in  amplitude,  the  pri¬ 
mary  signal  is  lost  and  output  frequency  becomes  equal  to  mechani¬ 
cal  resonance  frequency.  No  case  like  this  occurred  during  this 
particular  test. 


The  error  distribution  curve  for  either  case  is  non-Gaussian,  so 
the  ordinary  rules  of  adding  probable  errors  do  not  apply. 

With  a  Gaussian  distribution,  errors  can  approach  an  infinite 
magnitude  for  a  very  small  percent  of  the  readings  and  no  definite 
maximum  error  can  readily  be  defined. 

For  this  non-Gaussian  case,  however,  the  maximum  error  can 
readily  be  defined.  Calculations  showed  that  the  average  random 
error  for  a  series  of  readings  should  be  about  one-half  the  maxi¬ 
mum  random  error.  Test  data  was  evaluated  which  gave  the  same 
result.  Since  a  relatively  large  percent  of  the  readings  are 
close  to  maximum  error,  it  was  concluded  that  the  maximum  spread 
in  ten  readings  could  be  taken  as  a  reliable  measure  of  maximum 
error.  Since  the  error  can  be  either  positive  or  negative,  the 
spread  represents  twice  the  maximum  error,  so  one-half  this 
spread  was  taken  as  the  randan  error  as  noted  above . 

For  any  error  distribution, it  can  be  shown  that  the  probable 
timing  error  of  a  single  reading  can  be  reduced  by  timing  more 
cycles.  The  counter  gate  can  be  constructed  to  time  the  period 
of  any  preselected  number  of  cycles  of  f2.  If  the  number  of 
cycles  measured  is  n  and  the  error  is  Gaussian,  the  probable 
error  in  percent  would  be  At/^/n,  where  At  is  the  error  for  one 
cycle.  For  the  error  distribution  in  this  case,  the  error  is 
reduced  in  the  ratio  At/n.  The  period  was  measured  with  a  1- 
megacycle  counter  using  a  10,000-cycle  gate  setting.  Ihe  random 
error  for  any  other  number  of  counting  cycles  can  be  calculated 
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from  this  by  multiplying  by  ( 10, OOO/np),  where  n2  is  the  number  of 
cycles  gated. 

4.4.5  Theory  of  Offset  Vibration  Errors 

The  other  effect  of  vibration  is  a  change  in  the  frequency  of  a 
fixed  amount  at  a  certain  value  of  mechanical  vibration  frequency. 
This  can  be  explained  by  the  axial  6tress  introduced  by  vibration 
in  the  cantilever  mode.  The  cylinder  frequency  varies  with  both 
tangential  and  axial  stress;  pressure  loading  induces  both  kinds 
of  stress.  When  the  cylinder  is  rocking  abc  it  its  base,  it  is 
describing  an  arc  of  a  circle.  Its  mean  velocity  tangent  to  a 
circle  whose  center  is  at  the  base  will  give  a  centrifugal 
loading  that  introduces  an  axial  tension  and  raises  the  frequency. 

This  effect  was  noted  at  two  frequencies  and  is  larger  in  magni¬ 
tude  than  the  random  errors.  One  peculiarity  is  that  the  random 
error  was  zero  at  these  points,  which  indicates  that  the  spool 
body  and  pressure  tube  were  rocking  in  synchronism.  Calculations 
indicate  that  both  these  members  should  have  cantilever  resonances 
at  about  2000  Hz,  so  it  is  not  impossible  that  both  could  be 
excited  simultaneously;  but  to  stay  in  phase,  some  other  coupling 
would  have  to  exist,  and  it  is  not  clear  what  this  mechanism  could 
be . 


4.4.6  Conclusions  from  Vibration  Test 


Mechanical  vibrations  above  2000  Hz  are  usually  unimportant 
because  normal  trausducer  mountings  on  metal  brackets  act  as  shock 
absorbers  above  this  frequency.  In  fact, the  natural  frequencies 
of  small  metal  panels  are  usually  of  the  order  of  500  Hz . 

It  cn.n  be  seen  that  the  largest  error,  .0093$  at  2100  Hz,  occurs 
on  the  X  axis, and  a  similar  one  of  .0080$  occurs  on  the  Y  axis. 

This  error  is  only  .26  times  the  development  target  of  .035$  total 
error.  If  all  the  other  errors  amounted  to  e^  =  .035$  and  .26  e^ 
is  added  on  an  RSS  basis,  the  total  error  is  increased  to: 

e2  =  .035"\/l  +  .2 62  =  .035  (1.032)  =  .036$ 

This  is  a  negligible  increase,  so  it  can  be  concluded  that  vibra¬ 
tion  error  is  negligible  from  10  to  10,000  Hz  at  lOg. 

Vibration  errors  are  linearly  related  to  g  level,  so  the  amount  for 
other  levels  can  be  readily  computed  from  Table  V. 

One  of  the  development  goals  was  to  keep  all  vibration  resonances 
above  1000  Hz, and  this  has  been  substantially  exceeded. 
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5.0  TRANSDUCER  ERRORS 


The  chief  errors  are: 

1.  Temperature 

2.  Gas  Density  (Composition) 

3.  Vibration 

U.  Acceleration 

5 .  Voltage 

6.  Stability 

These  are  all  random  errors,  so  they  can  be  combined  on  a  root  sum 
square  (RSS)  as  is  derived  from  statistical  theory  to  determine  the 
overall  error. 

Temperature  error  as  defined  here  is  not  the  basic  temperature  effect 
on  the  frequency  but  a  residual  error  after  making  a  temperature  cor¬ 
rection.  It  was  shown  that  transducer  temperature  is  measured  from 
the  voltage  offset  of  an  internal  diode,  and  this  can  be  done  to  an 
accuracy  of  0.1° F  if  the  voltage  is  read  to  0.1  millivolt.  Because 
of  temperature  gradients  and  possible  voltage  errors,  it  Ib  assumed 
that  the  accuracy  of  temperature  measurement  is  1°F.  The  random 
temperature  error  is  then  equal  to  the  temperature  deviation  of  fre¬ 
quency  for  1°F  change  in  temperature. 

The  RSS  method  of  summing  errors  uses  the  equation 


et  +  e22  +  e3^  +  •  •  • 

where  e-^  =  total  error 

ep,  e 2>  etc .  =  individual  errors 

The  units  can  be  anything  bb  long  as  they  are  the  same  for  all  items . 

In  the  discussion  below,  they  are  all  in  percent  of  full  scale 
(£  F.S.). 

5.1  Temperature  Error  -  ep 

j 

Since  this  error  is  corrected  on  a  first-order  basis,  the  residual  is 
equal  to  the  error  in  the  correction. 

It  might  be  thought  that  an  additional  error  is  introduced  in  the  cal¬ 
ibration  of  the  diode  itself.  This  was  done  with  a  thermocouple.  But 
since  the  same  diode  was  used  for  calibration,  and  since  in  use  the 
correction  can  be  thought  of  as  being  in  terms  of  diode  voltage  rather 
than  temperature  and  the  corrections  are  plotted  in  terms  of  diode 
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voltage  as  well  as  temperature,  the  voltage  should  be  used  directly 
in  using  the  curves  rather  than  transforming  them  to  temperature 
first. 


The  full-scale  error  in  pressure  for  1°F  in  temperature  is  calculated 
as  follows : 

The  maximum  error  is  at  maximum  pressure  because  the  gas  density  is  a 
maximum  here  and  the  temperature  effect  is  chiefly  a  density  effect. 

This  amounts  to  a  total  of  1.86  microseconds  (Figure  3)  for  a  tempera¬ 
ture  change  of  265° F,  or (l. 86/265)  =  .007  nsec/°F. 

The  total  change  in  period  of  the  transducer  from  0  to  250  psia  is 
45.2  microseconds  (Table  l),so  the  error  is 


ex  =  100  X  (.007/45.2)=  .015$  F.S. 
Gas  Density  Error  -  e2 


Anything  that  changes  gas  density  changes  the  natural  frequency  of  the 
cylinder.  Ifce  effect  of  temperature  changes  on  density  are  included 
in  e^.  eg  includes  any  error  due  to  change  in  gas  composition.  For 
air,  the  only  significant  change  is  due  to  variations  in  humidity. 

This  error  is  calculated  by  taking  typical  air  as  having  a  mean 
humidity  of  65$  and  a  humidity  range  of  45  to  85$  at  85°F. 

Thi6  gives  an  air  density  change  of  to.40$. 

From  the  temperature  calibration  curves  in  Figure  6,  the  density 
sensitivity  of  the  transducer  can  be  calculated  as  5*7$  of  output 
signal,  so  the  maximum  humidity  error  is 


e2  =  .057  X  .40  =  .022$ 


The  transducer  was  calibrated  with  dry  air,  and  the  period  versus  pres¬ 
sure  points  were  adjusted  to  track  with  65$  relative  humidity.  If  the 
calibration  is  checked  with  a  different  gas,  there  will  be  changes  in 
the  period.  For  example,  using  nitrogen  instead  of  air  will  give 
periods  lower  by  as  much  as  0.25$  at  the  same  pressures  and  tempera¬ 
tures  . 
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Vibration  Error  - 


Table  V  shows  that  there  is  no  vibration  error  at  lOg  acceleration  up 
to  1800  Hz,  and  the  maximum  above  this  io  only  .009$  F.S.  Since  the 
target  was  vibration  immunity  up  to  1000  Hz  and  this  has  been  substan¬ 
tially  exceeded,  this  error  is  considered  zero. 


e3  = 


0 


g-Load  Error  -  e^ 


This  is  measured  from  the  attitude  tests.  As  shown  in  Table  IV,  this 
is  zero  except  for  the  Z-axis.  Normally,  a  transducer  can  be  posi¬ 
tioned  to  minimize  this  effect,  but  its  maximum  amount  1b  included  for 
lOg  loading: 


=  10  X  .00045  =  .0045$  F.S. 

Voltage  Error  -  e^ 


This  is  a  function  of  electrical  design  in  use,  but  the  pessimistic 
assumption  is  made  of  a  possible  20$  variation  in  voltage.  The 
resulting  error  from  Table  III  is 


e^  =  t.0015$  F.S. 


Stability  Error  -  eg 


The  cylinder  material  is  very  stable  mechanically  and  is  stressed  well 
below  its  micro-creep  limit,  so  its  stability  on  a  long-term  basis  is 
very  good. 

A  previous  test  on  a  low-pressure  version  of  this  transducer  was  made 
by  recalibrating  one  transducer  a  year  after  its  original  calibration 
and  after  six  months  of  pressure  and  temperature  cycling.  The 
measured  points  agreed  within  .015$,  which  was  the  rated  accuracy  of 
the  pressure  standards;  hence  there  was  no  evidence  of  a  change  in 
calibration.  But  because  of  the  uncertainty  of  the  standards  them¬ 
selves,  a  figure  of  .015$  is  estimated;  so 

eg  =  .015$ 
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Total  Error  - 

The  RSS  total  of  the  separate  errors  is 

et  =  V.0152  +  .0222  +  .00452  +  .00152  +  .0152  =  .031$ 

which  is  less  than  the  target  figure  of  .035$. 


Calibration  Error 


The  errors  listed  above  could  be  called  the  intrinsic  errors  of  the 
transducer.  They  Include  all  environmental  effects,  stability,  and 
repeatability. 

In  addition  to  these,  if  the  transducer  is  used  to  measure  absolute 
pressure,  there  is  an  error  in  the  reference  standard  itself. 

For  most  transducers,  the  intrinsic  errors  are  so  much  higher  than 
those  in  the  pressure  standard  that  the  latter  can  be  considered  zero. 
For  this  transducer,  however,  the  intrinsic  errors  are  comparable  to 
the  calibration  error,  so  they  should  be  separated. 

The  best  available  pressure  standard  at  250  psia  is  a  deadweight 
gauge .  This  can  have  errors  as  low  as  .015$.  The  CEC  gauge  is  rated 
at  this  value  In  the  lower  pressure  range,  and  this  was  initially 
quoted  as  a  typical  value.  However,  further  investigation  showed 
that  at  250  psia  this  gauge  is  rated  at  .025$.  In  actcuoion,  there  is 
a  frequency  error  inherent  in  the  crystal  clock  of  .001$. 

The  maximum  frequency  error  on  a  full-scale  basis  is  proportional  to 
the  absolute  frequency  error  divided  by  the  percentage  of  change  in 
frequency  over  the  operating  range.  In  this  case 


(.00l/.40)=  .0025$  F.S. 


Combining  these  on  an  RSS  basis  gives 


e8 


+  .00252  = 


.0251$ 


In  other  words,  the  crystal  frequency  error  is  negligible  compared  to 
the  pressure  gauge. 
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Taking  the  sum  of  the  intrinsic  errors  plus  the  calibration  error,  the 
total  RSS  error  for  using  the  transducer  to  measure  absolute  measure 
is 


et2  =V.0312  +  .0252  -  .Oto# 
CONCLUSIONS  AND  RECOMMENDATIONS 


This  development  program  has  demonstrated  the  feasibility  of  extending 
the  pressure  range  of  the  vibrating  cylinder  pressure  transducer  up  to 
250  psia.  Auxiliary  vork  done  at  Hamilton  Standard  has  shown  the 
feasibility  of  extending  the  temperature  range  up  to  500°F- 

It  is  recommended  that  further  development  be  done  to  combine  these 
two  extensions  in  range.  The  immunity  to  vibration  and  attitude  errors 
makes  this  type  of  transducer  especially  suitable  for  gas  turbine 
measurements;  and  if  the  temperature  and  pressure  ranges  are  extended, 
it  could  be  mounted  directly  on  a  turbine  and  used  to  measure  all  the 
critical  pressures. 


APPENDIX 


HAMILTON  STANDARD  DIVISION 

HIGH-TEMPERATURE  PRESSURE  TRANSDUCER  DEVELOPMENT  PROGRAM 


In  accordance  with  the  terms  of  the  development  contract,  the  results 
of  a  company -sponsored  program  to  extend  the  operating  temperature 
range  of  the  vibrating  cylinder  transducer  are  summarized  below. 

The  upper  temperature  limit  of  the  current  sensors  1b  Bet  by  the 
deterioration  in  magnetic  properties  of  the  nickel-steel  alley  above 
200° F.  This  results  in  an  absolute  limit  for  magnetic  excitation  of 
about  265° F. 

Sensors  were  constructed  using  high -temperature  magnetic  materials  for 
the  cylinders  and  high-temperature  potting  compounds  and  were  operated 
as  high  as  490°  ?. 

Although  prolonged  stability  testing  was  not  done,  sensor  output 
repeated  accurately  within  the  temperature  range  of  -75*F  to  490°F  on 
a  short-term  basis.  Their  main  difference  from  the  low- temperature 
units  is  in  the  temperature  correction  curveB. 

The  technique  of  minimizing  the  temperature  effect  has  been  explored 
analytically  but  has  not  yet  been  reduced  to  practice. 
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